ACCUVAC OZONE, HIGH RANGE
S

0-1.6 mg/L
Cat. No. 25180-50

To ensure accurate results, read carefully
before proceeding

WARNING: Reagents in this test kit may be
barmful if misused. Please read the warnings
on all chemical containers and use appropriate

safety equipment.
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MEASURING HINTS m Use care in handling reacted ampuls since the
® The AccuVac ampul must be broken far enough broken tip is sharp. Do not cover ampul tip with
below the surface of the sample to prevent air from fingers to invert.

being drawn into the ampul.

1. Collect 40 mL of « Place this vial in the 3. Place the ampul in 4. Invert ampul several
sample in beaker. left top opening of the the ampul breaker times. The blue color
Pour 10 mL into the AccuVac color provided and push down  bleaches if ozone is
zeroing vial. comparator. on the ampul to break present.

and fill the ampul, or fill

the ampul by breaking

the tip against the side of

the beaker.
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« Place the ampul in 6. Hold the comparator 7 . Rotate the color disc 8. Read the mg/L ozone
the right top opening of up to a light source (sky, until the color matches in  through the scale window.
the color comparator. window or light). Look the two openings.

through the openings in
the front.
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REPLACEMENTS
Cat. No. Description
2405200  ACCUVAC SDAPPET  ....neeiininaaeetiiii e e e ceta e s e s s e e e e st
108042 Beaker, 100 ML, POLY ..ceeuuuniiiiiiiii ettt

1732-50 Color COMPATatOr, ACCUVAC ......oiiiiutnetitiieneraeaiee i sttt

25945-00 Color Disc, AccuVac, Ozone, High Range
25180-25 Ozone AccuVac, High Range
2122800 Sample Cell, 10 mL

Distributed By:

MEMERENES ® 2450 Business Park Dr. Vista, CA 92081 & (760) 727-3711 & (760) 727-4427
DN@D @ www.appliedmembranes.com [

4 sales@appliedmembranes.com




	
	

